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Mr. Mahmoud M. Sales
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Fredrick, MD 21703 Date: 10/23/2009

Received Date: 10/6/09

cc: Mr. Stuart Neuman Page: 1of3
Product: SCI Urinary Tract Infection Test Strips™ UPC Code: — -
Size: Sample Reference #: Prepaid American Express
Supplier: __SCI International Inventory ID #: 210310
Code: Lot 2L.N90918 EXP 10/2010 Lab Sample #: 0926386001
Purpose: TAQA EVALUATION vs. AZO

National Reference Brand: AZO Urinary Tract Infection Test Strips; Lot Code: LOT 8G01D-A-034 EXP 07/10 - provided by
SCI International, Inc.

Overall Rating: 10.0 Sample provided meets TAQA quality criteria for the parameters examined (a).

Comments: (a) Very minor difference noted in the pad thickness from AZO but does not hinder
performance capability (no deduction).

Note: * SCI Brands includes: New Choice, Perfect Choice, Baby Testm Baby Check, U Check
Overall Quality Rating *
9.0-10.0 Sample tested is Comparable to the National Brand; meets TAQA quality criteria
7.5-9.0 Sample tested is Marginally Comparable to the National Brand; does not meet all
TAQA quality criteria
<175 Sample tested is Not Comparable to the National Brand; does not meet TAQA

quality criteria

Kotcpen Y st

Maryann W. Sullivan, Client Services Manager
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This report is rendered upon the condition that it is not to be reproduced wholly or in part for advertising or other purposes over our signature or in connection with our
name without special permission in writing. Our letters and reports apply to the samples tested and are not necessarily indicative of the qualities of apparently identical
or similar products. Samples not destroyed in testing will be held a maximum of 30 days. (10/23/2009)



Mr. Mahmoud M. Sales

SCIT International, Inc.
5902 Enterprise Court
Fredrick, MD 21703

cc: Mr. Stuart Neumnan

Determination

Physical Net Contents, count

~ Dimensions, inches

Length x Width

Thickness
(at dipping tip)

Appearance /
- Construction

Product
" Workmanship

Package
Workmanship

: Paékage Déscription
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AZO Urinary Tract Infection
Test Strips

3 strips declared

$3-1/4 x3/8
0.0020

 White plastic strip with two

separate paper-like pads at
one end

Acceptable

Acceptable

Ofﬁétﬁuéé”ﬁié{:k pléstic bottle

with colored result blocks on
label for both positive and
negative results for white
blood cells and nitrite results;
opaque/white screw on cap
containing 3 strips with

* desiccant packet; boxed

10,0012

Folder #:
Date:

Received Date:

Page:

SCI Urinary Tract
infection Test Strips

(sample)

(2)

- White plastic strip with two
- separate paper-like pads at

one end

Acceptable

" (sample)

* Opaque/white plastic bottle
- with colored result blocks on

label for white blood cells and
nitrite results; opaque/white
screw on cap containing 3

strips (sample)

0926386
10/23/2009
10/6/09
20f3

Comments

‘(a) Slightly thinner pad
than AZO but
functions adequately
(no deduction)

This report is rendered upon the condition that it is not to be reproduced wholly or in part for advertising or other purposes over our signature or in connection with our
name without special permission in writing. Our letters and reports apply to the samples tested and are not necessarily indicative of the qualities of apparently identical
or similar products. Samples not destroyed in testing will be held a maximum of 30 days. (10/23/2009)



Mr. Mahmoud M. Sales
SCT International, Inc.

5902 Enterprise Court Folder #: 0926386
Fredrick, MD 21703 Date: 10/23/2009
Received Date: 10/6/09
cc: Mr. Stuart Neuman , S Page: 4 3of3
AZO Urinary Tract Infection SCI Urinary Tract Comments
Test Strips Infection Test Strips
Miocrobiology Performance Test strips were dipped in the  Test strips were dipped in the
both controls for 1-2 seconds.  both controls for 1-2 seconds.
Using BioRad
Liquichek Uninalysis - After 2 minutes, pads - After 2 minutes, pads
Controls supplied by were compared to the were compared to the
SCI International colors on the chart on the colors on the chart on the
bottle bottle:
~ Negative: Lot 61341 - positive results were - positive results were
Exp 2011-09-30 confirmed for the confirmed for the
positive control, : positive control,
Positive: Lot 61341 - negative results were - - negative results were
Exp 2011-09-30 also noted also noted
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This report is rendered upon the condition that it is not to be reproduced wholly or in part for advertising or other purposes over our signature or in connection with our
namne without special permission in writing. Our letters and reports apply to the samples tested and are not necessarily indicative of the qualities of apparently identical
or similar products. Samples not destroyed in testing will be held a maximum of 30 days. (10/23/2009)



